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Reliability and methodology of quantitative
assessment of harvested and unharvested
patellar tendons of ACL injured athletes
using ultrasound tissue characterization
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Abstract

Background: Ultrasound tissue characterization (UTC) imaging has been previously used to describe the
characteristics of patellar and Achilles tendons. UTC imaging compares and correlates successive ultrasonographic
transverse tendon images to calculate the distribution of four color-coded echo-types that represent different
tendon tissue types. However, UTC has not been used to describe the characteristics of patellar tendons after
anterior cruciate ligament reconstruction (ACLR). The aim of this cross-sectional study was to assess the intra and
inter-rater reliability of the UTC in unharvested and harvested patellar tendons of patients undergoing ACLR.

Methods: Intra and inter-rater reliability of both UTC data collection and analysis were assessed. Ten harvested and
twenty unharvested patellar tendons from eighteen participants were scanned twice by the same examiner. Eleven
harvested and ten unharvested patellar tendons from sixteen participants were scanned and analyzed twice by two
different examiners. Twenty harvested and nineteen unharvested patellar tendons from twenty-three participants
were analyzed twice by two examiners.

Results: Quantification of the proportion of echo-types I, II, III and IV in the areas of interest: (1) patella apex, (2) proximal
tendon, (3) mid tendon, (4) distal tendon, and overall tendon of harvested and unharvested patellar tendons all displayed
excellent intra-rater reliability (ICC2,1: 0.94 to 0.99), excellent inter-rater reliability for harvested and unharvested patellar
tendon scanning and analysis (ICC2,1: 0.89 to 0.98), and excellent inter-rater reliability for analysis (ICC2,1: 0.95 to 0.99).
Intra-rater reliability for the measure of volume was good (ICC2,1: 0.69 harvested, 0.67 unharvested), whilst mixed results
were observed for the measure of mid tendon thickness (ICC2,1: 0.88 harvested, 0.57 unharvested). Inter-rater reliability for
scanning and analysis was good for volume (ICC2,1: 0.67) and excellent for thickness (ICC2,1: 0.97), while the inter-rater
reliability for analysis was fair to poor for volume (ICC2,1: 0.59 harvested, 0.30 unharvested), and excellent to poor for mid
tendon thickness (ICC2,1: 0.85 harvested, 0.24 unharvested).

Conclusion: UTC imaging is a reliable tool to characterize the quality of most aspects of unharvested and harvested
patellar tendons in subjects undergoing ACLR.
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Background
Ultrasound tissue characterization (UTC) has been used
to assess the integrity of tendon structure in animals and
humans. [1–8] UTC captures contiguous transverse
ultrasound images over the length of the tendon and
semi- quantifies the stability of the echotexture over suc-
cessive transverse ultrasonographic images. [1–3] Four
different echo-types have been proposed to discriminate
the underlying tendon tissue types; type I = intact and
aligned collagen bundles; type II = discontinuous, swol-
len and wavy collagen bundles; type III = loose matrix;
and type IV = amorphous matrix. [2] The validation of
this method to date has originally been based on histo-
pathologic studies of the superficial digital flexor ten-
dons of horses, [1, 2, 9], and subsequently the use of
UTC has expanded to human tendons. [3, 5, 6] Reliabil-
ity of UTC imaging in both healthy and pathological
tendons has demonstrated high intra- and inter-observer
reproducibility for both acquisition and analysis. [3, 10]
Studies using UTC imaging have documented alter-

ations in tendon appearance in the presence of clinically
diagnosed Achilles tendinopathy, [3, 7, 11–18] patellar
tendinopathy, [11, 18] systemic disease such as diabetes,
[19] after platelet-rich plasma (PRP) injection, [4] and
after different therapeutic exercise programs. [5, 6, 12, 14]
Anterior cruciate ligament (ACL) injuries are one of the

most devastating injuries encountered in sports medicine
due to the likely requirement of surgery, and the extended
recovery and rehabilitation period following the injury.
Where surgical reconstruction of the injured ligament is
decided (ACL reconstruction - ACLR), surgeons may
choose from a range of possible grafts to repair the torn
ligament, including allograft – from cadavers or synthetic,
and autograft – when either a portion of the quadriceps
tendon, hamstrings tendons (Hst), or frequently, the patel-
lar tendon (BTB) is harvested. [20] BTB autograft has gar-
nered increased attention and popularity in recent decades,
which has been attributed to the hypothesis that BTB grafts
provide superior post-operative stability via its bone-to-
bone attachments [21, 22]. However, BTB grafts have been
associated with increased donor site morbidity, particularly
anterior knee pain and quadriceps weakness have been re-
ported [23–25]. Potentially increased understanding of the
effects of BTB grafts on tendon structure may help negate
the potential side effects of this surgical approach. While
UTC has documented reliability and normative data for
typical anterior knee pain populations (echo-type I (%)
58 ± 7; echo-type II (%) 34 ± 5; echo-types III (%) 6 ± 4;
echo-type IV (%) 3 ± 2) [10], there are no normative or reli-
ability data for those undergoing ACLR using a BTB graft.
To establish the utility of interventions for these popula-
tions and to understand meaningful changes of the tendon
tissue characteristics as they relate to symptoms, reliability
and normative data need to be documented in this

population. Therefore, the aim of the current study was to
assess the intra- and inter-rater reliability of UTC imaging
in harvested patellar tendons after ACLR and to provide
normative values for this population.

Methods
Participants
The patellar tendons assessed in this study were from
participants who sought conservative or surgical treat-
ment for an ACL injury at Aspetar, Orthopaedic and
Sports Medicine Hospital, Doha, Qatar. Thirty-seven
male athletes registered within Qatar’s sporting federa-
tions regularly attending Aspetar Orthopaedic and
Sports Medicine Hospital for rehabilitation following
ACL injury and/or ACLR during the period of February
to August 2018 were invited to participate in the study.
Patients were deemed suitable to participate in the study
if they were: male, had a diagnosed ACL tear confirmed
by magnetic resonance imaging or a previously per-
formed ACLR, and agreed to take part in one or more
phases of this study and to be assessed by different ex-
aminers and/or on different days (Table 1).
Written informed consent was obtained from each

participant or legal guardian. Ethical approval was ob-
tained by ethical committee of the Anti-Doping Labora-
tory Qatar Research Office (2017000227).

Ultrasound tissue characterization (UTC)
UTC imaging utilizes a 5–12MHz ultrasound (US)
transducer (SmartProbe 12 L5, Terason 2000, Teratech,
USA) fixed in a transverse position into a 12 cm tracking
device (UTC Tracker, UTC imaging, Netherlands),
allowing the capture and storage of a sequence of trans-
verse images of the tendon at regular intervals of 0.02
cm (Fig. 1). Participants lay supine with their knees
flexed at approximately 100° and their feet parallel rest-
ing on the plinth. Coupling gel was applied between the
US probe and the stand-off pad, and between the stand-
off pad and the skin to optimize contact. The examiners
held the UTC tracker device resting with full contact on
participant’s anterior knee, parallel to the long axis of
the patellar tendon (Fig. 2). The US transducer was
placed initially over the apex of the patella and manually
moved down to ensure the patellar tendon was centrally
located on the transverse view in the UTC acquisition
software. Once a good position was visually affirmed, the
data acquisition was initiated. The US transducer then
moved down the track driven by a motor, from proximal
to distal, resulting in a total of 598 sequential transverse
images acquired in 45 s. With these scans the UTC algo-
rithm creates a 3D block of the scanned area allowing
additional reconstructed coronal and sagittal views
(Fig. 3). A scan was considered satisfactory and included
for analysis when the upper surface of the patella and
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tibial tuberosity were at the same level with the patellar
tendon horizontal and taut on the sagittal view of the
UTC acquisition software, and the patella and tibial tu-
berosity were aligned longitudinally with the patellar

tendon vertically displayed in the coronal view of the
UTC acquisition software (Fig. 3). The patellar tendons
of participants whose UTC scans did not meet the above
criteria (mostly due to painful limited knee flexion post-

Table 1 Participants’ graft type, sport, patellar tendon investigated and participation time in the different analysis

Participant’s
number

Graft Sports Intra-rater
Harvested

Intra-rater
Unharvested

Inter-rater Acquisition
& Analysis

Inter-rater
Harvested

Inter-rater
Unharvested

Involved Involved Uninvolved Involved Uninvolved Involved Involved Uninvolved

1 Hst Football 10.5 M 10.5 M

2 BTB Revision Football 3 M 3 M

3 BTB Table tennis 6 W 6W preop

4 BTB Futsal preop preop

5 BTB Football 1Y 1Y

6 BTB Football preop preop

7 Hst Volleyball preop

8 BTB Football 6 M 6 W, 6 M preop

9 BTB Football 6 M

10 Allograft Basketball 6 M

11 BTB Handball 6 W, 6 M preop

12 BTB Revision Football 6 W 6W

13 BTB Revision Football 3 M, 4.5 M 4.5 M

14 Conservative Football preop

15 BTB Handball 6 M

16 Hst Football 6 M 6 M 6M 6M

17 BTB Football 9 M 9 M 9 M 9M

18 BTB Football preop preop

19 BTB Football 9 M 10.5 M 9 M 10.5 M

20 BTB Football 7.5 M 7.5 M

21 Hst Handball 4.5 M 4.5 M 4.5 M 4.5 M

22 Hst Football 6 M 6 M 6M

23 BTB Hockey 4.5 M 4.5 M

24 BTB Football 4.5 M 4.5 M

25 BTB Football 3 M 3 M 3 M 3M

26 BTB Football 6 W 6W

27 Hst Cycling 6 W 6W

28 BTB Handball 6 M 6M 6W, 6 M preop

29 BTB Basketball 6 W 6W 6W 6W

30 BTB Football 6 W 6W 6W

31 BTB Rugby preop

32 Hst Handball 3 M

33 BTB Sky diving 6 W

34 BTB Football 6 W 6W 6W

35 BTB Football 3 M 3 M 3 M

36 Conservative Football preop preop

37 BTB Football 3 M 3 M

“preop”: pre-operation. “W”, “M”, and “Y” denote weeks, months, and years post-operative respectively
BTB Bone patellar tendon bone graft, Hst Hamstring graft
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operatively) were excluded. Due to the presence of swell-
ing and thickness of the harvested patellar tendon we
adopted the factory preset of the UTC imaging software
for patellar tendons (PT_UTC_VH4028) for medium
size participants, with US parameters standardized as:
12MHz, focus at 2.8 cm, and depth of 4 cm. For these
settings each pixel unit can be considered as equivalent
to 1.0 mm. In all cases the right knee was scanned first.

UTC data analysis and processing
All analyses were performed on the UTC analyzer
v.2.0.2 using a window size 17. Two examiners scanned
the same patellar tendons on the same day. Only one
examiner scanned the same patellar tendons twice, 1 day
apart. Subsequently software analysis of the same patel-
lar tendons was performed on different days to avoid
any possibility of bias in this phase. For the analysis, the
margin of the patellar tendon (contour) was manually
traced in the transverse images of the tendon creating at
least 10 sections along the patellar tendon length to
quantify the whole tendon structure (Fig. 4). The first
contour of each tendon was drawn from the notch of
the tibia. This contour determines the last (most distal)
transverse image included in the patellar tendon
characterization analysis. The examiner ensured longitu-
dinal alignment between the notch of the tibia and the

patellar apex to draw this contour. The second contour
was drawn from the first transverse image immediately
distal to the patellar apex. This is the first area of inter-
est, set as reference mark 1 in the UTC acquisition soft-
ware, and is the first transverse image included in the
characterization analysis which defines the beginning of
the patellar tendon length measurement. Twenty-six im-
ages distal to reference mark 1, another contour was
drawn (2nd area of interest = reference mark 2) repre-
senting the proximal area of the patellar tendon (0.52 cm
distal from patellar apex). The 3rd area of interest or
mid tendon (reference mark 3) was drawn 51 images
distal from reference mark 2 (1.54 cm distal from patel-
lar apex). [8, 26] Additionally, at 75% of the distance be-
tween the reference mark 1 and the notch of the tibia
(last contour), a fourth contour was drawn (4th area of
interest = reference mark 4) to characterize the distal
part of the patellar tendon (Fig. 5a). Between reference
marks 2 and 3, another two contours were drawn ap-
proximately 0.5 cm apart. Between reference marks 3
and 4, additional contours were drawn at approximately
0.5 cm intervals, and between reference mark 4 and the
notch of the tibia another contour was drawn. (Note that
each additional contour provided to the software reduces
the amount of interpolation required to depict the patel-
lar tendon.) Only the transverse images between the

Fig. 1 Superior view of UTC transducer transversely fixed into tracking
device for scanning a right patellar tendon

Fig. 2 Lateral view of UTC tracking device showing silicone pad in
contact with left patellar tendon
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patellar apex and the notch of the tibia were considered
in the characterization analysis of the patellar tendon.
Measurement of thickness of the mid tendon was done
manually using the measuring tool of the UTC imaging
software (Fig. 5a). The distance in centimeters between
the first and last contours represents the length of the
patellar tendon (Fig. 5b).
The UTC algorithm quantifies the proportion of echo-

types in each specific area of interest, (1) patellar apex,
(2) proximal tendon, (3) mid tendon, (4) distal tendon,
and (5) overall tendon (all the tendon information be-
tween the first and last contours, patellar apex and notch

of the tibia, respectively). Four sub-types of tendon are
classified according to 4 primary tendon features appear-
ing on grayscale ultrasound images: continuity, integrity
and alignment of the collagen tendon bundles, and
brightness [2]. In essence, alignment is measured by the
degree of variation from a true, straight line of a series
of pixels within the window being examined. Variation
in brightness is estimated by comparing adjacent pixels
on their grayscale value – i.e. the representation of the
pixel on a scale from complete black through to bright
white. The echo-type I (green) is generated by intact and
aligned collagen bundles. These collagen bundles appear

Fig. 3 Transverse (a), sagittal (b), and coronal (c & d) views of a harvested patellar tendon. The cross-hair is placed in the center of the harvested
region (3A) at the distal pole of the patella (3B). Horizontal line ensures that patella and tibia tuberosity are at the same level (3B). The vertical lines in
(3C) and (3D) allow confirmation that patella apex and tibia tuberosity are aligned. Horizontal and vertical alignment are requirements for a scan to be
considered of a satisfactory quality to be saved and included for analysis

Fig. 4 Example of contours drawn in cross-sectional view in harvested (a) and unharvested (b) patellar tendons. Echo-types I are shown as green, echo-
type 2 as blue, echo-type III as red, and echo-type 4 as black. Note that only the area inside the marked yellow circumference is quantified as patellar
tendon, and it is in this area that all calculations regarding relative percentages of different echo-types are made
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linear within the window, with little to no variation in
their grayscale “whiteness” value. The echo-type II (blue)
is reported in the presence of discontinuous, swollen,
and wavy collagen bundles. It is defined by pixels that
are aligned but display variation of about 10% of the gray
levels. The echo-type III (red) is generated by a loose
matrix consisting mainly of smaller fibrils. It is repre-
sented by much less aligned pixels with gray level vari-
ation of more than 10%. The echo-type IV (black) is
generated by mainly amorphous matrix with loose fi-
brils, cells and fluid (hematoma and exudate). It is repre-
sented by echoes with a severe lack of stability and no
pixels alignment over sequential transverse images. [2, 3]
In addition to echo-type characterization, the UTC
algorithm also quantifies the area within the contour
(volume) drawn in four selected areas of interested (ref-
erence marks 1–4).
After running the UTC software analyses, a range of

raw data was exported for analysis.
The following variables were assessed: length of the

patellar tendon; thickness of the mid tendon; percentage

of echo-types I, II, III, and IV; tendon volume at patellar
apex, proximal, mid, and distal tendon; and percentage
of echo-types I, II, III and IV in the whole tendon.

Repeated measures - intra-rater and inter-rater
reliabilities
Twenty unharvested and ten harvested patellar tendons
from 18 participants were scanned and analyzed twice,
1 day apart, by the same examiner (C.S.P., physiotherap-
ist – 3 years of experience with UTC imaging acquisition
and analysis) to test the intra-rater reliability of acquisi-
tion and analysis. Ten unharvested and eleven harvested
(ACLR) patellar tendons from 16 participants were
scanned, on the same day, by two different examiners
(C.S.P. and R.C.G.S., sports physician – 6 months of ex-
perience with UTC imaging acquisition and analysis) to
investigate inter-rater reliability. For these tendons, each
examiner analyzed their own scans to test the inter-rater
reliability of the acquisition and the analysis. Addition-
ally, nineteen unharvested and twenty harvested patellar
tendons from 23 participants were analyzed by the two

(A)

(B)

Fig. 5 Example of sagittal images of the patellar tendon after acquisition with UTC imaging. a The four areas of interest (1–4) are depicted. The vertical
black bar shows the measurement of tendon thickness. The first area of interest (patella apex) was defined as the first image distal to the patella apex. The
second area of interest (proximal tendon) started 0.52 cm distal to mark 1, and the third (mid tendon) 1.54 cm further distally. The fourth area of interest
(distal tendon) was set at 75% of tendon length. b The length of the tendon is depicted by the horizontal white bar. In this case, 15 contours were drawn
as shown. In all subjects a minimum of 10 of such contours were created. Each of these contours were individually marked in a transverse view to outline
the extent of the tendon (see Fig. 4) for that area of interest
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examiners (C.S.P. and R.C.G.S) to describe the inter-
rater reliability of the analysis (Fig. 6).

Statistical analysis
Descriptive statistics (mean ± standard deviation) were
calculated for participants’ demographics and all UTC var-
iables. Data was tested for normality through visual in-
spection of histograms and Q-Q plots as well as
calculation of Shapiro-Wilk statistics. The majority of the
studied variables in harvested and unharvested tendons
were normally distributed with exception of the following
9 variables: tendon thickness, percentage of echo-types III
at proximal tendon, and percentage of echo-types III and
IV at the distal tendon in harvested tendons, and the vari-
ables of percentage of echo-types I and II at mid-tendon,
and percentage of echo-types III and IV in all areas of un-
harvested tendons. [27]
Test – retest reliability of both UTC data collection and

analysis were assessed for harvested and unharvested patel-
lar tendons. Two-way mixed single measures intra-class
correlation for absolute agreement between repeated scans
(ICC2,1) was calculated to yield the standard error of the
measurement (SEM= SD (Day 1) × [√ (1-ICC)]), [17, 28]
standard error of measurement as percentage of the grand

mean (SEM % GrM= SEM/ Average Acquisitions 1&2 ×
100), and the minimal detectable change of all UTC param-
eters (MDC= 1.96 × SEM× √2). [7, 14, 16, 18, 29, 30]
MDC for the variables of harvested and unharvested patel-
lar tendons were calculated based on the intra-rater reliabil-
ity analysis, when tendon scanning and contour drawing
were performed two times by the same examiner (C.S.P.).
ICC values were considered poor when less than 0.40, fair
between 0.40 and 0.59, good between 0.60 and 0.74, and ex-
cellent when above 0.75. [3, 31] 95% confidence intervals
(CI) are reported parenthetically after the group estimator
where applicable. SPSS version 21 was used for all statistical
analyses (SPSS Inc., Chicago, Illinois, USA).

Results
The mean age of the participants at the time of data ac-
quisition was 23 years (range: 16 to 36 years), body mass
of 75.9 ± 15 kg, and height of 177 ± 11 cm. The sport, the
time of the data acquisition, and the type of graft used for
the ACLR for each participant are detailed in Table 1.

Repeated measures – intra-rater reliability
Analysis to quantify the proportion of each of the echo-
types (I, II, III and IV) in each of the areas of interest

Fig. 6 Description of the number of patellar tendons and participants included, and the analyses performed
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(patellar apex, proximal tendon, mid tendon, distal ten-
don, and overall tendon) of harvested and unharvested
patellar tendons displayed excellent intra-rater reliability
(ICC2,1: 0.95–0.99 harvested, 0.89–0.98 unharvested)
(Table 2). Intra-rater reliability for the measure of vol-
ume in the four areas of interest of the tendon was
good (ICC2,1: 0.69 harvested, 0.67 unharvested), and
the intra-rater reliability for the measure of thickness of
the mid tendon was excellent for harvested (ICC2,1:
0.88) but fair for unharvested (ICC2,1: 0.57) tendons
(Table 3). The measurement of tendon length displayed
excellent intra-rater reliability (4.5 ± 0.6 cm, ICC2,1 =
0.79, SEM = 0.3 cm, SEM % GrM = 7.4%, MDC = 0.9
cm) for harvested tendons, and (4.9 ± 0.7 cm, ICC2,1 =
0.94, SEM = 0.2 cm, SEM % GrM = 3.6%, MDC = 0.5
cm) unharvested tendons.
The minimal detectable change for harvested tendons

was 7.5% for echo-type I, 6.9% for echo-type II, 4.8%
for echo-type III and 2% for echo-type IV. For unhar-
vested tendons, the MDC was 14.1% for echo-type I,
10.6% for echo-type II, 6.3% for echo-type III and 1.2%
for echo-type IV.

Repeated measures – inter-rater reliability – acquisition
and analysis
Analysis of the amount of echo-types I, II, III and IV in
the four areas of interest and in the overall tendon when
two examiners acquired and analyzed their own scans of
mixed harvested and unharvested patellar tendons dem-
onstrated excellent inter-rater reliability (ICC2,1: 0.89–
0.98) (Table 4). Volume of the tendon in the areas of
interest, and thickness of the mid tendon showed good

(ICC2,1: 0.67) and excellent (ICC2,1: 0.97) inter-rater reli-
ability, respectively (Table 5). The tendon length of
mixed harvested and unharvested tendons appeared to
have good inter-rater reliability (4.5 ± 0.5 cm, ICC2,1 =
0.63, SEM = 0.2 cm, SEM % GrM = 7.3%).

Repeated measures – inter-rater reliability - analysis
When two examiners analyzed the same scan of har-
vested and unharvested tendons separately, the inter-
rater reliability was excellent for the echo-type variables
in the different areas of interest (ICC2,1: 0.95–0.99)
(Table 6) and mid tendon thickness of harvested tendons
(ICC2,1: 0.85) (Table 7). The inter-rater reliability of the
volume in different levels of the tendon was fair for har-
vested (ICC2,1: 0.59) and poor for unharvested (ICC2,1:
0.30) tendons (Table 7). Moreover, the mid tendon thick-
ness of unharvested tendons also displayed poor inter-
rater reliability (ICC2,1: 0.24) when two examiners
analyzed the same scan (Table 7). On the other hand,
tendon length displayed excellent reliability for both har-
vested and unharvested tendons (4.7 ± 0.7 cm, ICC2,1 =
0.86, SEM = 0.3 cm, SEM % GrM = 5.4%, and 4.8 ± 0.6
cm, ICC2,1 = 0.79, SEM = 0.3 cm, SEM %GrM = 6.6%
respectively).

Discussion
This is the first study to investigate the reliability of
UTC in the measurement of tendon structure following
ACLR. Results of the current study suggests that the
UTC imaging displays excellent reliability for quantifying
the proportion of each of the echo-types (I, II, III and
IV) in each of the areas of interest (patellar apex,

Table 2 Echo-types values of harvested and unharvested tendons for the two acquisition days, done by one examiner
Intra-rater reliability for acquisition and analysis – 1 examiner / 2 acquisitions/ 2 different days/ 2 analysis per patellar tendon

Examiner C.S.P. DAY 1 DAY 2

Area/ Echo-types Type I (%) Type II (%) Type III (%) Type IV (%) Type I (%) Type II (%) Type III (%) Type IV (%) ICC (95% CI) SEM (ICC)
% GrM (%)

SEM
(ICC) (%)

Harvested patellar tendons of 10 participants (n = 10)

Patellar Apex 56.0 ± 10.8 33.5 ± 5.9 7.3 ± 4.8 2.9 ± 1.6 54.7 ± 9.8 31.6 ± 6.9 8.9 ± 4.2 4.8 ± 2.6 0.95 (0.89–0.97) 21.1 5.3

Proximal tendon 60.0 ± 6.6 32.1 ± 5.1 5.8 ± 3.9 2.2 ± 1.5 60.5 ± 8.8 29.4 ± 6.3 6.6 ± 4.1 3.6 ± 2.8 0.97 (0.94–0.98) 16.1 4.0

Mid Tendon 62.8 ± 7.0 29.4 ± 4.0 5.4 ± 3.5 2.5 ± 1.7 64.8 ± 8.8 27.2 ± 6.8 5.2 ± 3.3 3.1 ± 2.6 0.98 (0.95–0.98) 15.1 3.8

Distal Tendon 46.9 ± 7.9 35.3 ± 6.3 13.2 ± 8.4 4.5 ± 2.6 50.0 ± 12.6 34.0 ± 7.6 11.4 ± 5.8 4.6 ± 2.8 0.95 (0.89–0.97) 17.2 4.3

Overall Tendon 53.6 ± 5.4 33.3 ± 4.1 9.5 ± 4.7 3.7 ± 1.7 54.9 ± 7.0 31.6 ± 4.5 9.2 ± 4.3 4.1 ± 2.4 0.99 (0.97–0.99) 9.0 2.2

Unharvested patellar tendons of 14 participants (n = 20)

Patellar Apex 57.5 ± 12.3 39.0 ± 10.6 2.5 ± 5.2 0.9 ± 1.9 56.1 ± 13.3 40.5 ± 12.0 2.6 ± 4.7 0.8 ± 1.6 0.94 (0.90–0.96) 25.5 6.4

Proximal tendon 65.7 ± 10.3 33.0 ± 8.6 0.8 ± 2.3 0.3 ± 0.9 67.4 ± 8.5 31.9 ± 8.0 0.5 ± 0.9 0.2 ± 0.4 0.97 (0.94–0.97) 21.0 5.2

Mid Tendon 68.6 ± 10.2 30.1 ± 8.7 0.9 ± 1.9 0.3 ± 0.7 70.2 ± 9.3 29.0 ± 8.6 0.4 ± 1.2 0.2 ± 0.5 0.98 (0.97–0.98) 14.6 3.7

Distal Tendon 53.3 ± 10.1 41.3 ± 7.8 4.3 ± 5.6 1.2 ± 2.0 52.9 ± 17.7 42.2 ± 12.9 4.1 ± 9.3 0.7 ± 1.7 0.89 (0.83–0.92) 31.6 7.9

Overall Tendon 60.4 ± 7.8 35.2 ± 6.3 3.2 ± 3.3 0.8 ± 1.2 61.6 ± 9.8 33.9 ± 6.9 3.6 ± 4.3 0.8 ± 1.2 0.98 (0.96–0.98) 15.1 3.8

n = number of tendons assessed. Mean ± standard deviation
ICC (95% CI) Intra-class coefficient of reliability (95% confidence interval), SEM % GrM Standard error of measurement as percentage of the grand mean,
SEM Standard error of measurement
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proximal tendon, mid tendon, distal tendon, and overall
tendon) and mid tendon thickness, and fair to good reli-
ability for the measure of volume in all areas of interest
of harvested patellar tendons. For unharvested patellar
tendons, results suggest excellent reliability for the dis-
tribution of the four echo-types in all areas of interest,
poor to good reliability for volume in the four selected
areas, and poor to fair reliability for mid tendon thick-
ness. Consequently, UTC may be a useful tool to
characterize the quality of harvested patellar tendons
after ACLR at different time points.
Results of the current study are in agreement with pre-

vious studies of normal and pathological Achilles [3, 7,

18] and patellar tendons [10, 26, 32], where excellent
intra-rater reliability was found for the echo-types vari-
ables. Regardless of the examiners acquiring and analyz-
ing different scans or different examiners analyzing the
same scan, the intra- and inter-rater reliability for all the
four echo-types in all areas of interest displayed excel-
lent reliability for harvested and unharvested tendons, as
well as mid tendon thickness of harvested patellar ten-
dons and tendon length.
The reliability of the measure of mid tendon thickness

(ICC 2,1: 0.85–0.88, 0.7 cm harvested, 0.4–0.5 cm unhar-
vested patellar tendons) compares favorably with the
measurements of patellar tendon thickness observed by

Table 3 Values of volume and thickness of harvested and unharvested tendons over two acquisition days, one examiner

Intra-rater reliability for acquisition and analysis – 1 examiner / 2 acquisitions/ 2 different days/ 2 analysis per patellar tendon

24 Participants

Examiner C.S.P. Harvested patellar tendon (n = 10) Unharvested patellar tendon (n = 20)

Areas of interest Volume (cm3) Thickness (cm) Volume (cm3) Thickness (cm)

DAY 1

Patellar Apex 1.4 ± 0.3 NA 1.0 ± 0.2 NA

Proximal tendon 1.3 ± 0.2 NA 0.9 ± 0.1 NA

Mid Tendon 1.3 ± 0.2 0.7 ± 0.2 0.9 ± 0.2 0.5 ± 0.1

Distal Tendon 1.2 ± 0.2 NA 0.8 ± 0.1 NA

DAY 2

Patellar Apex 1.4 ± 0.2 NA 1.0 ± 0.2 NA

Proximal tendon 1.3 ± 0.2 NA 1.0 ± 0.2 NA

Mid Tendon 1.2 ± 0.2 0.7 ± 0.2 0.9 ± 0.2 0.5 ± 0.1

Distal Tendon 1.3 ± 0.2 NA 0.9 ± 0.1 NA

ICC (95% CI) 0.69 (0.48, −0.82) 0.88 (0.60, − 0.96) 0.67 (0.52, − 0.77) 0.57 (0.20, 0.80)

SEM (ICC) % GrM 10.6 8.9 10.2 8.7

SEM (ICC) 0.1 0.1 0.1 0.04

MDC 0.4 0.2 0.3 0.1

n = number of tendons assessed. Mean ± standard deviation
ICC (95% CI) Intra-class coefficient of reliability (95% confidence interval), SEM % GrM Standard error of measurement as percentage of the grand mean, SEM
Standard error of measurement, MDC Minimal detectable change

Table 4 Echo-types values in harvested and unharvested tendons – performed by two examiners, each examiner taking two
acquisitions on the same day
Inter-rater reliability for acquisition and analysis - 2 acquisitions/ same day/ 2 examiners/ 2 analysis per patellar tendon

Harvested and Unharvested patellar tendons of 16 participants - (n = 21)

Area/
Echo-types

Examiner 1 (C.S.P.) Examiner 2 (R.C.G.S.)

Type I (%) Type II (%) Type III (%) Type IV (%) Type I (%) Type II (%) Type III (%) Type IV (%) ICC (95% CI) SEM (ICC)
% GrM (%)

SEM (ICC)
(%)

Patellar Apex 55.4 ± 13.2 31.0 ± 8.2 8.8 ± 8.5 4.8 ± 5.0 49.0 ± 12.6 36.3 ± 8.5 10.2 ± 10.5 4.5 ± 5.0 0.94 (0.90, − 0.96) 25.5 6.4

Proximal tendon 60.8 ± 15.4 27.0 ± 8.8 7.7 ± 8.4 4.6 ± 5.3 55.8 ± 16.4 30.5 ± 6.1 9.8 ± 12.4 4.0 ± 4.9 0.97 (0.94, − 0.97) 21.0 5.2

Mid Tendon 60.6 ± 17.5 26.4 ± 9.3 8.5 ± 10.1 4.5 ± 4.6 58.7 ± 14.1 29.2 ± 7.0 8.1 ± 9.0 4.0 ± 5.8 0.98 (0.97, − 0.98) 14.6 3.7

Distal Tendon 52.2 ± 16.6 26.2 ± 9.6 14.0 ± 10.3 7.4 ± 6.0 55.8 ± 16.5 28.1 ± 6.3 11.1 ± 12.1 5.2 ± 4.6 0.89 (0.83, − 0.92) 31.6 7.9

Overall Tendon 54.2 ± 15.6 25.4 ± 7.9 13.4 ± 9.6 7.1 ± 5.4 53.1 ± 13.9 29.2 ± 4.9 12.3 ± 9.4 5.6 ± 4.4 0.98 (0.96, − 0.98) 15.1 3.8

n = number of tendons assessed. Mean ± standard deviation
ICC (95% CI) Intra-class coefficient of reliability (95% confidence interval), SEM % GrM Standard error of measurement as percentage of the grand mean,
SEM Standard error of measurement
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Hernandez et al., [26] who reported thickness of 0.5 cm
at the mid tendon of basketball players, and with the
Achilles tendon thickness observed by van Schie et al.
[3] who reported reliability values of ICC = 0.84 and
measurements of “anterior-posterior diameter” of 0.9 cm
for symptomatic and 0.7 cm for asymptomatic Achilles
tendons. However, despite the similar mean values ob-
tained by each examiner, the very small standard error
of measurement, and the comparable values with healthy
patellar tendon thickness measured in previous studies
[33, 34], the mid tendon thickness of unharvested ten-
dons displayed poor inter-rater reliability. We suspect
that this error may arise due to the precision of the
measuring tool of the UTC imaging software. Specific-
ally, this tool only reports to an accuracy of 0.1 cm
within the 3-D constructed tendon block, and nearly all
measures taken were either 0.4 or 0.5 cm for this value
in the unharvested tendons. Thus, this variable was es-
sentially dichotomous, and reliability should therefore be
assessed with, say, percent agreement rather than intra-
class correlation.
ICC values for tendon length measurement displayed

good reliability values when harvested and unharvested
tendons were analyzed together (ICC 2,1: 0.63, 4.5 ± 0.5
cm), and excellent reliability values when analyzed separ-
ately (ICC 2,1: 0.79, 4.5 ± 0.6 cm harvested, ICC 2,1: 0.94,
4.9 ± 0.7 cm unharvested). Hernandez et al. [26] ob-
served greater values of patellar tendon length in profes-
sional basketball players (5.7 ± 0.6 cm), however they
used the distance between patellar apex and the most

prominent part of the tibial tuberosity to calculate the
length of the patellar tendon measurement, instead of
the notch of the tibia at the distal end as adopted in the
current study.
Measurements for the tendon volume at different

levels when the same examiner acquired and analyzed
harvested and unharvested patellar tendons separately
on separate days displayed good intra-rater reliability
(ICC 2,1: 0.69 harvested, 0.67 unharvested). However,
the inter-rater reliability for the same measurement
ranged from poor to good over the different conditions.
These findings can be partially explained by the method-
ology in acquiring this variable. The UTC algorithm cal-
culates the volume based on the area of the contour that
was manually drawn around the tendon by the examiner.
How far within the tendon circumference one examiner
decides to draw the contours affects the number of
pixels within this area, thus the volume. However, a lar-
ger or smaller tendon circumference, does not affect the
distribution of these pixels within the selected area.
It is important to highlight the small variability in the

measurements of mid tendon thickness (approximately
0.1–0.2 cm), and in the measurements of tendon volume
displayed in unharvested tendons (approximately 0.2
cm3). We also note that mid tendon thickness and ten-
don volume results should be interpreted in light of the
objectively small values of the observed SEM and MDC
and are approximately 10% of the grand mean. [28, 35]
These parameters allow better characterization of
change over time after any intervention, and given these

Table 5 Volume and thickness for harvested and unharvested tendons - two examiners taking two acquisitions on the same day

Inter-rater reliability for acquisition and analysis - 2 examiners/ 2 acquisitions/ same day/ 2 analysis per tendon

6 Participants

Harvested (n = 11) and Unharvested (n = 10) patellar tendons

Areas of interest Volume (cm3) Thickness (cm)

Examiner1 (C.S.P.)

Patellar Apex 1.1 ± 0.4 NA

Proximal tendon 1.1 ± 0.4 NA

Mid Tendon 1.0 ± 0.3 0.6 ± 0.3

Distal Tendon 1.0 ± 0.4 NA

Examiner 2 (R.C.G.S.)

Patellar Apex 0.9 ± 0.2 NA

Proximal tendon 1.0 ± 0.2 NA

Mid Tendon 1.0 ± 0.3 0.6 ± 0.2

Distal Tendon 1.0 ± 0.3 NA

ICC (95% CI) 0.67 (0.52, −0.77) 0.97 (0.91, − 0.98)

SEM (ICC) % GrM 10.2 7.8

SEM (ICC) 0.1 0.05

n = number of tendons assessed. Mean ± standard deviation
ICC (95% CI) Intra-class coefficient of reliability (95% confidence interval), SEM % GrM Standard error of measurement as percentage of the grand mean, SEM
Standard error of measurement
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results we recommend maintaining the same examiner
for different measurements to minimize such errors.
Even though previous studies using UTC imaging have

utilized different settings for analysis to quantify the pro-
portion of echo-types of patellar tendons (window value
of 25), the values of MDC observed for unharvested ten-
dons are similar to previously published values even
though the current study intentionally adopted a nar-
rower window (17) for analysis allowing more detailed
tendon tissue information. A recent reliability study in
symptomatic and asymptomatic patellar tendons dis-
played MDC of 10.6% for echo-type I, 8.8% for echo-
type II, 3.7% for echo-type III, and 2.1% for echo-type IV
[10], against the 14.1% for echo-type I, 10.6% for echo-
type II, 6.3% for echo-type III and 1.2% for echo-type IV
calculated in this study for unharvested tendons. Inter-
estingly, similar values of MDC were observed for har-
vested tendons 7.5% for echo-type I, 6.9% for echo-type
II, 4.8% for echo-type III and 2% for echo-type IV.
Based on these results, future longitudinal studies could

be implemented to explore possible associations of the
characteristics of the patellar tendon with clinical symp-
toms at different time points following ACL surgery.

Conclusions
The minimum detectable change data reported here
provides some normative population specific values to
allow ultrasound tissue characterization to be employed
to quantify the quality of patellar tendons following
ACLR. This data can then better inform any longitudinal
or comparative analyses.

Key points
Findings
UTC imaging is a reliable tool to characterize the quality
of harvested patellar tendons after ACLR and unhar-
vested patellar tendons in patients following ACL injury.
This study provides a comprehensive description of

the UTC methodology to assess and compare the quality
of harvested and unharvested patellar tendons after ACL
injury and/or ACLR.

Implications
UTC imaging can be used in longitudinal studies to ex-
plore the progression of the patellar tendon tissue’s qual-
ity throughout the rehabilitation process after ACLR.
Additionally, UTC imaging might be used in the future
to explore possible associations of the tendon healing
process with clinical symptoms at different time points
following surgery.

Caution
This is the first study using UTC to assess harvested pa-
tellar tendons after ACLR, and some aspects of the
methodology used to assess the quality of these tendons
differ from the methodology used for unharvested ten-
dons. For instance, the tibial notch is not always central-
ized due to the harvested bone plug removed from the
tibial tuberosity, and data of the distal portion of the
tendon was included. Moreover, window size 17 was
chosen for analysis for more detailed information of
these harvested tendons rather than window size 25 as is
more frequently reported. Thus, when comparing data

Table 6 Echo-type values in harvested and unharvested tendons – one acquisition made by one examiner with two examiners
analyzing (the same scan data)
Inter-rater reliability of analysis - 1 acquisition/ 1 day/ 2 examiners/ 2 analysis per patellar tendon

Area/ Echo-types Examiner 1 (C.S.P.) Examiner 2 (R.C.G.S.)

Type I (%) Type II (%) Type III (%) Type IV (%) Type I (%) Type II (%) Type III (%) Type IV (%) ICC (95% CI) SEM (ICC)
% GrM (%)

SEM
(ICC) (%)

Harvested patellar tendons of 17 participants (n = 20)

Patellar Apex 52.8 ± 10.0 31.3 ± 6.3 10.4 ± 5.9 5.4 ± 3.5 52.0 ± 10.0 32.3 ± 6.9 10.5 ± 5.8 5.3 ± 3.0 0.98 (0.97, − 0.98) 10.5 2.6

Proximal tendon 57.4 ± 8.8 29.4 ± 4.8 8.7 ± 5.8 4.7 ± 4.0 57.3 ± 7.9 29.3 ± 5.0 8.6 ± 4.8 4.8 ± 3.2 0.99 (0.97, − 0.99) 10.4 2.6

Mid Tendon 58.5 ± 10.1 28.1 ± 4.8 8.8 ± 6.2 5.0 ± 3.9 58.5 ± 10.8 29.0 ± 7.3 7.8 ± 6.8 4.9 ± 4.7 0.98 (0.97, − 0.98) 11.3 2.8

Distal Tendon 47.1 ± 8.7 29.3 ± 8.6 15.7 ± 8.0 7.9 ± 5.2 48.8 ± 11.1 30.5 ± 9.1 13.8 ± 7.7 7.1 ± 5.1 0.95 (0.92, − 0.96) 15.2 3.8

Overall Tendon 50.7 ± 7.3 28.7 ± 5.8 13.7 ± 6.6 7.1 ± 4.5 51.2 ± 6.0 29.9 ± 5.5 12.6 ± 5.6 6.6 ± 4.0 0.99 (0.98, − 0.99) 6.8 1.7

Unharvested patella tendons of 15 participants (n = 19)

Patellar Apex 62.2 ± 6.7 36.6 ± 6.2 0.8 ± 1.2 0.3 ± 0.5 60.9 ± 11.3 37.3 ± 10.4 1.4 ± 2.1 0.4 ± 1.0 0.97 (0.94–0.97) 19.1 4.8

Proximal tendon 70.2 ± 5.6 29.0 ± 5.5 0.4 ± 0.8 0.2 ± 0.4 68.3 ± 6.9 30.3 ± 6.3 0.9 ± 1.3 0.3 ± 0.5 0.99 (0.98–0.99) 12.8 3.2

Mid Tendon 72.6 ± 6.3 26.5 ± 6.6 0.5 ± 0.8 0.2 ± 0.5 70.7 ± 5.5 27.4 ± 5.2 1.0 ± 1.7 0.6 ± 1.2 0.99 (0.97–0.99) 13.7 3.4

Distal Tendon 58.3 ± 10.9 36.8 ± 9.4 3.7 ± 3.9 1.3 ± 1.5 57.9 ± 10.0 37.6 ± 6.7 3.3 ± 4.7 1.2 ± 1.9 0.95 (0.91–0.96) 23.0 5.8

Overall Tendon 64.3 ± 5.4 31.4 ± 5.4 2.9 ± 2.4 1.1 ± 1.2 63.3 ± 4.4 33.0 ± 4.1 2.8 ± 2.5 1.1 ± 1.1 0.99 (0.98–0.99) 9.4 2.3

n = number of tendons assessed. Mean ± standard deviation
ICC (95% CI) Intra-class coefficient of reliability (95% confidence interval), SEM % GrM Standard error of measurement as percentage of the grand mean,
SEM Standard error of measurement
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of different studies, this difference in analysis setting
should be considered.
For assessing the measurement of tendon volume over

time, it is advisable that a single examiner follows the
same patient throughout the period of interest.
Additional validation studies in humans are likely re-

quired to verify the echo-types classified by UTC have
the same validity as those documented in horses. Finally,
it should be noted that despite the growing popularity of
imaging modalities in clinical practice, the relative cost
of UTC imaging might be a limitation to its widespread
clinical adoption.
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Table 7 Values of volume and thickness in harvested and unharvested patellar tendons – one acquisition, two examiners

Inter-rater reliability of analysis - 1 acquisition/ 1 day/ 2 examiners/ 2 analysis per patellar tendon

23 Participants

Areas of interest Harvested patellar tendons (n = 20) Unharvested patellar tendons (n = 19)

Volume (cm3) Thickness (cm) Volume (cm3) Thickness (cm)

Examiner 1 (C.S.P.)

Patellar Apex 1.5 ± 0.3 NA 0.9 ± 0.2 NA

Proximal tendon 1.4 ± 0.4 NA 0.9 ± 0.1 NA

Mid Tendon 1.3 ± 0.3 0.7 ± 0.2 0.9 ± 0.1 0.4 ± 0.1

Distal Tendon 1.3 ± 0.3 NA 0.8 ± 0.2 NA

Examiner 2 (R.C.G.S.)

Patellar Apex 1.2 ± 0.3 NA 0.9 ± 0.2 NA

Proximal tendon 1.3 ± 0.3 NA 0.9 ± 0.2 NA

Mid Tendon 1.4 ± 0.3 0.7 ± 0.2 1.0 ± 0.3 0.4 ± 0.0

Distal Tendon 1.4 ± 0.2 NA 0.9 ± 0.2 NA

ICC (95% CI) 0.59 (0.42, −0.71) 0.85 (0.66, 0.94) 0.30 (0.08, −0.49) 0.24 (− 0.20, 0.62)

SEM (ICC) % GrM 16.4 13.9 14.6 13.5

SEM (ICC) 0.2 0.1 0.1 0.1

n = number of tendons assessed. Mean ± standard deviation
ICC (95% CI) Intra-class coefficient of reliability (95% confidence interval), SEM % GrM Standard error of measurement as percentage of the grand mean, SEM
Standard error of measurement
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